SYNOPSIS
Cancer is the leading cause of death in Panama. In a country with a population of some 2.8 million, more than 4 000 new cancer cases are diagnosed each year (1) . Treatments include surgery, chemotherapy, and radiation therapy. The country's largest radiation therapy institution is the National Oncology Institute (Instituto Oncológico Nacional). The ION is also Panama's only public radiation therapy institution.
The radiological health program 2 of the Pan American Health Organization (PAHO) started providing technical assistance to the ION in November 2000 to review their plans to acquire new linear accelerators and expand the ION's radiation oncology services. In March 2001, Panama's Ministry of Health (Ministerio de Salud de la República de Panamá) asked PAHO to investigate some serious overreactions-including three deaths-among cancer patients undergoing radiation therapy treatment. PAHO's medical physicists 3 carried out the investigation using information on radiation therapy treatment techniques and data from copies of patient charts provided by the clinical and medical physics staff at the ION. The actual chronology of the investigation is shown in Table 1 .
After reviewing 530 treatment charts at the ION, PAHO's lead medical physicist ascertained that between 1 August 2000 and 2 March 2001, 478 cancer patients were treated at the ION. The cancer site treatment distribution for those 478 persons, according to ION's records, was: 71 breast, 40 brain, 38 lung, 67 head and neck, 3 bladder, 96 cervix, 13 colon, 19 endometrium, 48 prostate, 6 pelvis, and 77 other sites. Of these patients, 191 received teletherapy pelvic irradiation treatments, and 60 of them also received brachytherapy insertions. Of the To protect part of the small bowel and the femoral heads, in August 2000 the technique was modified to include corner blocks. A fifth block was sometimes also used to protect scar tissue in those patients who had undergone hysterectomies as part of their cancer treatment. This modified treatment procedure was discontinued at the end of March 2001, after three deaths had occurred. By that time, the ION medical physicists had identified 28 patients who might have been overexposed. This paper reports on the managerial and dosimetric aspects of the investigation carried out by PAHO medical physicists in collaboration with the ION, and the resulting measures taken to alleviate the problem at the ION and to prevent a similar mishap elsewhere in the future. The dosimetric results were presented at medical physics conferences in 2001 4 and 2002. 5 The clinical outcome of the cohort of 153 patients treated for the same cancer sites was published in 2004 (1).
THE INVESTIGATION

Logistical aspects of radiation oncology at the National Oncology Institute
In 1999, the ION moved all its services except radiation therapy from its location on Justo Arosemena Avenue in Panama City to the old Gorgas Hospital, located in Ancón, a neighborhood of Panama City located in the old Panama Canal Zone. 6 The Gorgas Hospital had been a United States Army hospital before it was transferred to the Panamanian Government in 1997. When under United States Army control, the Gorgas Hospital had had a cobalt therapy room for radiation therapy treatments. Unfortunately, the structural shielding in the treatment room did not meet the 1995 Panamanian radiological protection regulations. 7 Modification of the existing room would have required significant structural changes, which the architects contracted by the Ministry of Health of Panama decided were too difficult and costly to implement. Therefore, the Ministry of Health decided to keep the external beam therapy treatments in the old facility on Justo Arosemena Avenue, while brachytherapy treatments, patient hospitalization, and clinical follow-up of patients were to be performed in the remodeled Gorgas Hospital. The Gorgas Hospital became the new "National Oncology Institute." At the end of 1999, a project was developed by the ION to relocate the radiotherapy services into this remodeled facility and to purchase new, modern radiotherapy equipment. In December 2000, the Ministry of Health approved the project. 8 While the new radiotherapy facility was being built, external beam therapy treatments were given at the Arosemena Avenue site, from 6 a.m. to 9 p.m., using only a Theratron 780C cobalt unit, the source of which had been replaced in April 2000. In the same facility there was also a decommissioned ATC/9 Picker unit. The staff consisted of five radiation oncologists, six radiotherapy technicians, and three medical physicists. The radiation oncologists rotated between the two hospital facilities. Two of them were assigned to the Arosemena Avenue site for a month in two work shifts. The idea was that a radiation oncologist should always be present while patients were being treated, but, in practice, there was no physician on site after 6 p.m.
The treatment planning information for both external beam and brachytherapy treatments was kept in the "physics" patient data sheet at the Arosemena Avenue site. Clinical patient management was recorded in a "clinical" data sheet, which was kept in the Gorgas Hospital facility. Patients were seen at the Gorgas Hospital in the middle and at the end of the treatment, usually not by the same radiation oncologist who had prescribed the treatment.
Treatment and dosimetry protocols
Treatment planning and dose prescription were done at the Arosemena Avenue facility. Following published techniques (2, 3), most patients were treated with multiple fields on a daily basis, five days per week. Four of the five ION radiation oncologists treated pelvic fields without shielding blocks; the other oncologist required at least four blocks for the AP/PA fields. Between 1 August 2000 and 2 March 2001, a total of 153 ION patients were irradiated for tumors of the cervix, endometrium, uterus, prostate, or rectum; 56 of the 153 were treated using shielding blocks. Their can-cer site distribution was as follows: 23 cervix, 20 prostate, 7 endometrium, 3 uterus, and 3 rectum. These 56 patients constitute the patient cohort of this investigation.
A review of the treatment charts-including the isodose distributions-for these 56 patients showed that all the pelvic irradiations used multiple treatment fields, but not all of the fields were blocked. For example, oblique fields and boost fields were not blocked, and that was also true in some cases for lateral fields. External beam doses prescribed for patients with cancer of the cervix, endometrium, or rectum were around 50 Gy, with a central boost of 10-20 Gy for patients who only partially responded to the treatment. Prescribed doses to prostate tumors were [45] [46] [47] [48] [49] [50] Gy to large field sizes, followed by a 20-Gy boost to a reduced field box technique or skip scan rotation, totaling between 65 and 70 Gy to the center of the tumor. Prescribed dose fractions ranged from 1.8 to 2 Gy per fraction. The radiation oncologists at the ION prescribed the dose either to the intersection of the radiation beams or to the isodose level that involved the tumor. The ION medical physicists performed the dosimetry calculations with a computerized radiation therapy treatment planning system (TPS) manufactured by Multidata Systems International Corporation (Saint Louis, Missouri, United States of America), with the isodose distributions and treatment times being generated using the "External Beam" Version 2.1.1 software for that TPS.
Depending on the stage of the disease, cancers of the cervix and the endometrium were treated both by external beam radiation therapy and by brachytherapy. Of the 56 patients in this study, 17 of them had received brachytherapy as well as external beam therapy. Brachytherapy was delivered using a manual afterloading technique with cesium-137 sources in Suit-Delclos applicators. The number, activity, and placement of the sources used depended on the clinical conditions (1).
According to Panamanian radiation protection regulations, 9 patients undergoing brachytherapy treatments or nuclear medicine therapy procedures using iodine-131 needed to be hospitalized in specially shielded rooms. There were only four of these rooms in the new Gorgas site. Because of the large number of iodine-131 patients, the availability of these rooms for brachytherapy patients was limited. As a consequence, brachytherapy treatments could not be given in the middle of the external beam treatment course or immediately after completing it, as many other institutions do. Often, brachytherapy was scheduled two to three months afterwards, when insertion in the uterine canal was difficult, and was frequently not done. To compensate for this lack of sources in the uterine canal, external beam fields were given a dose higher than recommended in published protocols (3) . Patient treatment protocols were not documented, and individual patient cases were not referred to a tumor board, where the optimal treatment modality for that patient could have been considered by a multidisciplinary group of cancer physicians.
Starting in January 2001, brachytherapy insertions were quantified from a dosimetric point of view. The applicators loaded with dummy sources were inserted manually by a radiation oncologist in a minor surgery room at the new Gorgas site. The position of the applicators within the patient was then checked with a portable X-ray machine in the presence of a medical physicist, who filled out the appropriate data forms. Once the insertion geometry was approved by the radiation oncologist, the films were taken by the medical physicist to the Arosemena site and digitized into the TPS. Doses were individualized depending on the clinical stage of the disease. A typical prescription was 40 Gy to Point A (4); external beam doses to the whole pelvis were between 40 and 45 Gy. The TPS software program calculated doses to specified points, such as point A, the bladder, and the rectum, and displayed the isodose curves.
Identification of the computational error
The first step taken in March of 2001 by the PAHO medical physicists, when they were alerted to a potential overexposure of patients treated with the cobalt-60 therapy unit at the ION, was to assess whether there had been a problem with the calibration of the unit, as had happened in Costa Rica in 1996 (5, 6). The ION was participating in the postal audit of the World Health Organization (WHO) and the International Atomic Energy Agency (IAEA) that verifies the calibration of radiotherapy beams in hospitals, using thermoluminescent dosimetry (TLD). Therefore, the PAHO medical physicists reviewed the TLD results for the ION cobalt-therapy unit. The last verification, which had been carried out in August 2000, had given an error of 4%, which was within the 5% tolerance specified by the IAEA.
The PAHO medical physicists then calculated the dose to the first patient who had died in December 2000, using data from a copy of his treatment chart, made available by the ION. The physicists determined that the patient had received a dose of 94 Gy, more than twice the prescribed dose of 40 Gy. 10 By mid-April 2001, the PAHO medical physicists calculated the doses received by 28 patients selected by the ION physicists as having possibly been overexposed. It is not known what criterion the ION physicists used for the selection. The standard of practice for dose delivery accuracy, set in 1976 by the International Commission on Radiation Units and Measurements, is ± 5% (7). The PAHO physicists found out that, except for one patient who had not completed the treatment at the ION, the delivered doses for the other 27 patients had errors that ranged from 10% to more than 100%. 11 (In this paper, percentage error is defined by the difference between delivered dose and prescribed dose, divided by the prescribed dose, multiplied by 100).
At the end of April 2001, a team of experts from M.D. Anderson Cancer Center, in Houston, Texas, United States of America, was invited to Panama by the ION's director to investigate the problem. Those experts determined that the algorithm used in the TPS software gave treatment times differing by a factor of about two, depending on how the data for the partially shielded treatment fields were entered into the computer program. 12 The instructions from the TPS manual were to enter the coordinates of the perimeter of the unshielded field and then to digitize one block at a time, to a maximum of four blocks. However, digitizing each block separately was time-consuming, and some of the radiation oncologists at the ION wanted to treat some cervix cancer patients with five blocks (one in each corner of the field and one over the hysterectomy scar). Therefore, the ION physicists circumvented the Multidata TPS software block entry limitations by digitizing all the blocks in a continuous fashion, as if it were a single block. When the outside and inside perimeters of the field were entered into the computer program in the same direction (performing a double loop), the computed treatment times were double those obtained when the outside perimeter was digitized in one direction and the inside perimeter in the reverse direction. The Multidata system did not alert the user that an improper data sequence had been entered.
These findings were confirmed in May 2001 by an IAEA expert team, which was sent to Panama at the request of the Panamanian regulatory authority for radiation safety (8) . As the Ministry of Health of Panama had also invited PAHO, the IAEA team was joined in Panama by the PAHO lead medical physicist.
Dose calculations
The dosimetric assessment by the PAHO medical physicists fell into two categories: (1) external beam dosimetry for the 56 patients treated for cancer of the cervix, endometrium, uterus, prostate, or rectum and (2) brachytherapy dosimetry for 17 female patients treated for cancer of the cervix and/or endometrium. The dosimetry calculations, first performed in March and April 2001 at the PAHO Headquarters in Washington, D.C., were refined in the following months by this author after analysis of the information she had collected at the ION in May-June 2001. During that visit to Panama, she had reviewed 530 patient charts, from which a patient database, including dosimetric and clinical parameters, was generated.
External beam dosimetry methodology
The doses received by the 56 patients were assessed by performing manual point dose calculations at the point of intersection of the radiation beams. The following data were taken from the patients' charts for each treatment field: field sizes, attenuation factors for any beam modifiers used (e.g., blocking and/or wedges), depth of the point of intersection of the treatment fields from the patient's skin surface, treatment times, and radiation output of the cobalt-60 unit. Backscatter factors and percentage depth doses to the points of calculation for each treatment field were taken from published tables (9) . Calculations were also performed for all patients whose clinical outcomes showed significant complications, for unusually heavy patients, and on a spot-check basis. Each patient record was carefully reviewed. Since patient field sizes and depths were similar, the parameter most closely examined was the treatment time per dose fraction for each field.
By May 2001 the ION physicists had produced two sets of isodose distributions for each of the 28 overexposed patients. One set, generated at the onset of treatment, was the result of entering the block coordinates by the double-loop method. For the second set, which was generated retrospectively, the block coordinates were entered individually. The two sets of isodoses were analyzed by the PAHO medical physicists. Figure 1 compares the resulting isodose distributions for a particular patient when the coordinates for the shielding blocks were entered in the TPS using the double-loop method (Figure 1a) , and when the coordinates for each block were digitized individually ( Figure 1b) . (This isodose distribution was chosen by this author as the most illustrative example among the two sets of isodose distributions that the ION physicists had generated for each of the 28 patients they studied.) The ION physicists did not notice that the shape of the isodoses generated by the double-loop method ( Figure 1a ) did not resemble typical isodose curves for that particular type of treatment ( Figure  1b ). Had they realized this at the time the patients were treated, they would have uncovered the problem with the TPS sooner.
Manual calculations were done for the 17 patients who had received brachytherapy, using the data supplied with the patients' charts, including the number of sources used, their arrangement, and their activity (10) . Assuming typical anatomical dimensions (1), doses were determined to point A, the bladder, and the rectum. The ION brachytherapy prescription, in mgh of radium, was converted into Gy by multiplying the mgh by 0.9, following Perez et al. (11) .
As was mentioned earlier, 153 ION patients were irradiated for tumors of the cervix, endometrium, uterus, prostate, or rectum between 1 August 2000 and 2 March 2001; 56 of these 153 patients were treated using shielding blocks and had their treatment times improperly calculated. However, not all of these incorrect treatment-time calculations led to doses exceeding the ± 5% accuracy tolerance. By chance, the double-loop calculation method was used only in half of the 56 cases. Teletherapy and approximate brachytherapy absorbed doses to the tumors of these 56 patients have been published (1) . Figure 2 is a histogram of the percentage errors found in the teletherapy absorbed doses received by the 56 patients whose treatment times were calculated by digitizing the blocked field using a single outline. The histogram shows the number of patients with absorbed dose errors, with 5%-error intervals; the absorbed dose errors range from -5% to +105%. The mean error for the doses received by the 28 patients identified by the ION physicists as overexposed (their treatment times had been calculated by the double-loop method) had a mean value of +65%, with a standard deviation of 29%. Among these 28 patients, there was one who had initiated prostate treatment in November 2000 at the ION and, because of intestinal complications, interrupted his treatment after six sessions and completed the treatment at a private center shortly thereafter. At that private center the medical physicist (the same medical physicist working at the ION) calculated the treatment time by taking the ratio of dose rates of the ION cobalt unit and that of the private center cobalt unit, without realizing that an error had occurred in the original treatment time determination. An earlier report (8) indicated that the patient had not completed the treatment and therefore had not been overexposed. The PAHO medical physicists found out that, while the prescribed dose was 65 Gy, the dose received was 93 Gy (1), not 19.35 Gy, as originally reported (8) .
The mean absorbed dose error for the 28 additional patients identified by the PAHO physicists as having had their treatment times also calculated by the TPS was +6%, with a standard deviation of 2.5%. These patients also had their block coordinates entered as a single outline, but the internal and external perimeters of the blocked field were digitized in reverse directions.
In summary, of the 56 patients, only 11 received doses within the accepted ± 5% tolerance. How many were overexposed? Did the ION physicists use the +10% error as the criterion for overexposure? The International Commission on Radiological Protection (ICRP) says that "10% or more overdosage should be detected by a well-trained clinician, based upon an unusually high incidence of adverse patient reactions" (12) . The Nuclear Regulatory Commission of the United States used to call a 10% deviation between a prescribed and delivered dose a "misadministration" (13), but because of the potential implication of "malpractice," the term "medical event" is now used, with a 20% tolerance for an overall treatment, and 50% for a dose fraction in a series (14) .
In order to be consistent with previous publications (1, 8, 15) , this paper will use the term "overexposed patients" to refer to the cohort of 28 patients originally identified by the ION physicists as overexposed.
CLINICAL DOSE EFFECTIVENESS AND EVALUATION OF OVEREXPOSED PATIENTS' CLINICAL OUTCOME
From a radiobiological perspective, total absorbed doses are not the only important variable; high doses per fraction enhance the radiobiological response, especially for late-responding normal tissues (16) . To take this fact into account, clinical doseeffectiveness calculations use the concept of biologically effective dose (BED). The BED is the maximum dose equivalent using very low doses per fraction or low dose rates. This useful concept incorporates in the calculations the estimated cell repair times, and allows comparisons to be made of the effects of doses delivered using different fractionation regimes. It also allows external beam and brachytherapy doses to be combined. Alternatively, both treatment doses can be converted to the equivalent dose delivered in conventional 2-Gy fractions (1). The patients who died in the first few months after treatment had severe injury in the small and large intestine, which resulted in a high level of secondary sepsis. The patients who died later, approaching one year after radiotherapy, had damage in the large bowel, resulting in obstructions, necrosis, and perforation (1). Two of the three patients who had been treated with five blocks instead of four survived longer, as did the patients who had received colostomies (1).
Status of overexposed patients after May 2002
The surviving patients continued to be fol- Table 2 . 14 The patients all suffer from gastrointestinal ailments; one of them had to undergo a colostomy. Based on previous clinical experiences (21), they are expected to develop more late effects over the coming years.
Comparison with overexposure in Costa Rica in 1996
The morbidity and mortality found in the Panama study are consistent with the data in the literature (12, 22, 23) . Of particular interest, because of its geographical and cultural proximity, is the Costa Rica case that occurred in 1996 (5, 6).
In the San Juan de Dios Hospital, a facility of the Costa Rica Social Security Agency (Caja Costarricense de Seguro Social) in San José, Costa Rica, a physicist made a mistake in the calibration of a cobalt-60 unit. He interpreted decimals of minutes as seconds, and provided the facility with dose rate charts that were in error by 45%. The miscalculation resulted in the overexposure of 114 radiotherapy patients between 26 August and 27 September 1996. The overexposure was studied by PAHO and the IAEA (5, 6). Patient outcome was evaluated weeks after (5), one year after (6), and two years after (24, 25) the completion of the radiotherapy treatment. Of the 114 overexposed patients, 35 of them had received pelvic doses from 40 to 70 Gy in numbers of fractions ranging from 12 to 25, and doses per fraction from 2.7 to 5 Gy, about 60% higher than prescribed. Six of these patients died between 6 weeks and 13 months after treatment from one or more of the following complications: bowel fistulas, perforation, intestinal necrosis, and peritonitis. These complications were the same as the ones that occurred in the overexposed patients in Panama (1), but the morbidity and mor-tality in Costa Rica were less severe than in Panama because the doses were lower.
PLANNED ACCREDITATION PROGRAM FOR LATIN AMERICAN AND CARIBBEAN RADIATION ONCOLOGY CENTERS
The clinical study performed in May 2002 and published in June 2004 (1) had a cohort of 153 patients; 28 of them constituted the overexposed group, and 125 made up the control group. Clinical follow-up was performed on 98 of these 125 patients. The most interesting finding was the high incidence of tumor recurrence among patients in this control (non-overexposed) group with cervical and endometrial cancer, especially for cancer stages 1 and 2 (1). This suggested that either the teletherapy field margins were not set up optimally (26) or that the doses were not high enough (27) . The latter conclusion is supported by the fact that tumor activity was found only among patients who had no rectal complications. However, both the teletherapy and brachytherapy absorbed doses were within published recommended ranges (2-4). Recurrences for cancer of the cervix have been reported extensively (28) (29) (30) (31) . The literature review of Hendry et al. (32) indicates that there is a 5.6% loss of tumor control for each week of additional treatment duration. This amounts to a 22% loss of tumor control for each month of additional treatment duration. Hence, the gap of one or more months between the teletherapy and brachytherapy treatments, caused by the scarcity of hospital beds in the specially shielded rooms at the Gorgas Hospital, could well have had a detrimental effect on the outcome. Perez et al. showed that after the initial treatment for cancer in any stage, 80% of recurrences appear within 24 months (33) .
The unexpectedly high level of cervical cancer recurrence among the ION patients prompted the PAHO medical physicists to evaluate cancer recurrence in other cancer centers in Latin America and the Caribbean, and to compare those findings with published results. The PAHO medical physicists contacted the officers of two radiation oncology professional societies, the Group of Iberian and Latin American Radiation Oncologists (Círculo de Radioterapeutas Ibero-Latinoamericanos) and the Latin American Group of Brachytherapy-Oncological Radiation Therapy (Grupo Latinoamericano de Curieterapia-Radioterapia Oncológica). The PAHO medical physicists also contacted the directors of some large radiation oncology facilities, including the National Cancer Institute of Colombia, where a comprehensive evaluation of its 43 radiation oncology centers had been conducted with PAHO's support (34) . The PAHO medical physicists hoped to be able to collect data from these professional societies and national cancer institutes that would allow them to analyze the results of representative clinical quality-assurance practices, in particular those dealing with patient follow-up. The evaluation of the Colombia radiation oncology centers showed that the centers did not have documentation on long-term patient follow-up (34) . The officers of the two radiation oncology professional societies reported the same kind of information: In most countries of Latin America and the Caribbean, assessment of clinical outcome, and therefore of radiotherapy success or failure, is performed by the referring physicians.
This prompted PAHO in 2002 to launch an initiative on the accreditation of radiotherapy departments in Latin America and the Caribbean. This was done in collaboration with the two radiation oncology societies mentioned above, and with two other organizations, the Latin American Medical Physics Association (Asociación Latinoamericana de Física Médica) and the International Society for Radiographers and Radiological Technologists. The objective of the initiative was to promote a cultural change in the countries of Latin America and the Caribbean, towards an acceptance of external evaluations of radiation oncology services as a mechanism for raising and standardizing the quality of radiation oncology practices.
In 2005 the two Latin American and Caribbean radiation oncology societies merged to form one association, the Latin American Radiation Oncology Association (Asociación Latinoamericana de Terapia Radiante Oncológica) (35). To improve the quality of standards in the health care of cancer patients undergoing radiation therapy treatments in Latin America and the Caribbean, the Association officers decided to set up the "Commission on Accreditation of Radiation Oncology Centers." The Commission's goal is to increase the survival rates for and the quality of life of oncological patients, by better controlling tumors and by reducing the complications and toxicity due to radiation therapy.
The Commission on Accreditation is expected to be fully functional by 2007. The Commission's first task is to develop accreditation criteria for all the stages of the radiotherapeutic process: clinical history, diagnosis and staging of the disease, therapeutic decision, localization/simulation of the treatment, physical and clinical dosimetry, teletherapy/ brachytherapy treatments, and clinical follow-up and statistics. Of main concern is the adequacy of treatment protocols. Are patients receiving doses high enough to ensure cancer control and to improve survival? Are radiation oncologists reluctant to cause even a small and normally acceptable percentage of patient overreactions? Are radiation oncologists prescribing doses lower than what is recommended in the literature? Is the fear of violating radiation safety regulations affecting decisions regarding patient treatment?
The Commission on Accreditation will pay particular attention to clinical patient follow-up procedures in order to ensure that radiation late effects are documented, and that appropriate patient support is provided. Centers will only be accredited if they have implemented a comprehensive quality assurance program that follows international guidelines (36) (37) (38) . Statistical data on patient outcome will be collected in order to document needs in Latin American and Caribbean radiotherapy centers and to define future strategies for cancer treatment. The Commission will also identify a cadre of radiation oncology experts to audit the centers that wish to be accredited.
CONSEQUENCES OF THE PANAMA OVEREXPOSURES
The lessons from the Panama overexposures are not limited to how to manage the affected patients. Regulatory authorities in Panama and in the United States and two international organizations launched a series of investigations to help prevent future occurrences of this type of "accident." A key question is, were all the overexposures at the ION really an "accident"? And what does "accident" mean? One dictionary defines "accident" as "chance or what happens by chance." The IAEA defines "accident" as "any unintended event, including operating errors, equipment failures, or other mishaps, the consequences or potential consequences of which are not negligible from the point of view of protection or safety" (12) . The ICRP defines the term as "an unintended event that has or may have adverse consequences" (22). When dealing with medical exposures, both the IAEA and the ICRP also use the term "accidental medical exposures." One of the connotations is that of a dose or dose fractionation differing substantially from the values prescribed by the medical practitioner. In these latter definitions, "accidental" has the connotation of unintended and not unexpected, with an emphasis on the difference between prescribed and delivered. Somehow it is assumed that the prescribed dose is correct and that "adverse effects" are rare. However, to cure cancer, a certain percentage of "adverse effects" may occur in normal tissues at a level that is accepted in medical practice. This includes up to 1% of patients who are very radiosensitive because of various repair-deficiency syndromes. 15 Both the IAEA and the ICRP have published reports that illustrate different types of accidents and their root causes (12, 22) . Table 3 lists major instances of radiotherapy accidents that have happened around the world over the last three decades. While most of the incidents involve overexposures, there have also been several instances of patients being underdosed, leading to lack of cancer control. The most notable case of underexposure occurred from 1982 to 1990 in the United Kingdom, at the North Staffordshire Royal Infirmary, in the city of Stoke-on-Trent in the county of Staffordshire. It was due to an incomplete understanding and testing of a treatment planning system (12) . Of the 1 045 improperly treated patients, 492 of them developed local recurrences (39) .
Cancer recurrence is not the concern of radiation regulatory authorities. Those regulatory authorities only investigate overexposures (often without understanding the clinical aspects of radiation therapy), and they assign the responsibilities for patient treatment to the physicists performing the dosimetry. Two key publications, the International basic safety standards for protection against ionizing radiation and for the safety of radiation sources (40) and the EU Council Directive 97/43/Euratom (41), emphatically state that medical exposures are the responsibility of the medical practitioner prescribing or delivering the dose. However, since errors are clearly doserelated (5, 6, 8, 12, 22, 24, 25) , physicists are being taken to court for radiation therapy overexposures, while the physicians in charge are not being charged (42) (43) (44) (45) .
Regulatory actions
The Panamanian regulatory authority for radiation safety investigated the overexposures immediately after receiving notification from the ION. The "lessons learned" generated a series of corrective actions, among them stringent requirements for the establishment of quality assurance and quality control programs, and for adequate training of professionals of the ION's radiation oncology department (46) .
The Center for Devices and Radiological Health of the United States Food and Drug Administration (FDA), which oversees medical devices, approved Multidata's TPS software in 1997. In May-June 2001, right after the FDA became aware of the Panama overexposures, the FDA sent examiners to investigate Multidata. The FDA found that Multidata had received at least six complaints about calculation errors related to the failure of the firm's radiation treatment planning software to correctly handle certain types of blocks (polygons) (47) . The FDA also found out that even the most recent version of Multidata's TPS algorithm was capable of the same error. Consequently, the FDA forced the company to issue a warning to all its TPS users, in order to prevent any other accidental overexposures (48) . The FDA found that Multidata had failed to: (1) establish, maintain, and follow procedures to control the design of the radiation treatment planning software in order to ensure that the specifications were met; (2) establish and follow procedures for taking preventive and corrective action; (3) establish and follow procedures for investigating all complaints; and (4) adhere to other standard good manufacturing practices. In addition, the firm failed to identify the root cause of the software code problems when they were brought to the company's attention.
The 
Legal actions
On 18 May 2004 a court trial for the three ION physicists began in Panama City. The prosecutor had asked for them to be convicted of seconddegree murder. Neither the ION nor the five radiation oncologists involved were charged. On 18 November 2004 it was announced that one of the physicists was acquitted, but the other two were found guilty, sentenced to four years in prison, and barred from practicing their profession for seven years (45) . They have initiated an appeal process, but they are very worried, given the precedent established by the Costa Rica case.
The trial for the Costa Rican physicist who had miscalibrated the cobalt therapy unit began on 26 February 2000, in the presence of 35 surviving patients and the relatives of 80 patients who had died. He was accused of negligence in 30 homicides and 59 radiation injuries. He was also accused of falsifying documents and of using false documents. On 30 July 2001 he was absolved of the latter two charges, but he was found guilty of 14 homicides and 50 radiation injuries. He was sentenced to six years in prison and barred from practicing his profession for five years. The plaintiffs had also sued the Costa Rica Social Security Agency, claiming that the indemnifications paid to them by the Agency did not preclude them from obtaining additional compensation from the Agency in connection with the overexposures. The court ruled against the plaintiffs and in favor of the Agency. Both decisions were appealed to the Supreme Court of Costa Rica. On 12 August 2003 the Supreme Court upheld the verdict and the sentence of the lower court regarding the physicist's culpability. The Supreme Court, however, overturned the lower court's decision precluding the plaintiffs from seeking additional compensation from the Agency (44) . This decision cleared the way for surviving patients or their heirs to file suit against the Agency in civil court.
Plaintiffs from Panama also sued Multidata, both in the state of Missouri (United States) and in Panama. The Missouri court dismissed the action, concluding that the case could have and should have been brought up in Panama. The court cited a variety of reasons, such as the fact that the ION could not be sued in Missouri and that it would be highly inconvenient to conduct pretrial discovery if the case were pending in the United States (50) . The Panamanian court dismissed the charges brought against Multidata, saying that the case had been filed in two courts simultaneously (43) . Now that the case has been dismissed in the United States, the plaintiffs are free to again sue Multidata in Panama. Depending on the outcome of the litigation, the potential judgment could be substantial. In the Stoke-on-Trent (United Kingdom) case, 80 of the 492 patients who developed local recurrences sued the North Staffordshire Health Authority, alleging that tumor recurrence was due to underexposure. They won the suit and were awarded a total of £2 million (39) .
THE NATIONAL ONCOLOGY INSTITUTE TODAY
Many things have changed at the ION since the patient overexposures occurred. The radiation oncology department has moved into a new building within the remodeled Gorgas Hospital. New treatment rooms have been built with the structural shielding specified by the Panamanian regulations. Thanks to a donation of US$ 6.5 million made by the Government of Taiwan to the Government of Panama, the equipment now consists of three linear accelerators (two of them with dual energy photons and electrons), a superficial X-ray machine, a simulator, and a treatment planning system. Except for the superficial X-ray machine, all the units are networked. Access to a computed tomography scanner for virtual simulation is also available. The staff consists of six radiation oncologists, five physicists, four dosimetrists, and 12 radiation therapy technologists. The ION also has a radiological protection department, with 1.5 full-time-equivalent staff. The quality and safety of the radiation therapy procedures are monitored by the Inter-institutional Committee on Radiological Protection and Quality Control (Comité
Interinstitucional de Protección Radiológica y Control de
Calidad), which meets weekly. The Committee is composed of members of the ION's radiology, radiation oncology, nuclear medicine, and radiological protection departments, and it is chaired by the ION's director. Although it was established in response to the radiotherapy overexposures, it now oversees all the activities that involve ionizing radiation.
CONCLUSIONS
The Panamanian overexposure incident is perceived as one of the worst radiation therapy accidents ever. It had devastating consequences, not just for the patients but also for the practice of radiation therapy in Panama. As had happened in other patient overexposures, such as the ones in Costa Rica, patients in Panama began avoiding the public institution and instead sought treatment in private facilities. They did not realize, however, that because of staffing shortages, the same radiation therapy personnel worked in both the public and private facilities.
While the Panama overexposures were caused by a violation of the TPS instructions, a good software program would have alerted the user that the procedure was not authorized. In any case, treatment times generated by a TPS require manual verification. However, no TPS quality control existed at the ION, even though a comprehensive report on quality assurance for TPSs was available at the time (51) . This experience prompted the IAEA to publish a report that describes how to commission a TPS, and with what frequency its algorithms should be tested (52) .
There were other factors that contributed to the error with the TPS at the ION. One was the large patient workload, with more than 70 patients per machine per day. Another factor was that teletherapy treatments were done in one hospital (where the physics charts were kept), and brachytherapy treatments and patient follow-up were done (and clinical charts kept) in another hospital. The shortage of medical physics staff also played a significant role.
Radiation-safety regulatory authorities investigate accidental medical exposures, focusing on overexposures. However, the most interesting finding in Panama was the high level of recurrence of cervical cancer among the patients for whom no unacceptable error in dose delivery had occurred. The finding prompted PAHO to launch an initiative for the accreditation of radiation oncology centers in Latin America and the Caribbean. Accreditation will require that the centers implement a comprehensive radiation oncology quality assurance program that follows international guidelines. Statistical data on patient outcome will be collected in order to document needs in Latin American and Caribbean radiotherapy centers and to define future strategies for cancer treatment (1) . The newlyestablished Commission on Accreditation should ensure that cancer patients are treated with doses that are not only "safe" but effective. 
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